


You have activ ated a pump r eboot 
from your computer . All activ e 
deliv eries will be stopped and y our 
IOB and Max Hour ly Bolus will be 
reset. Ar e you sur e you w ant to 
reboot the pump?

A Pum p Reboo t screen
appear s. Tap Yes to begin the

reboo t an d con� rm that 
insulin  deliveries w ill be 

stopp ed .
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You ma y now r esume ther apy.

Upda te ID Number

21 3

87 9

54 6

The update is c om plete.
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Using the keypad on
the pum p, enter the
Update ID agai n and
tap  to cont inue.

Do not d isconnect f rom  the
Internet or unp lug the pum p
f rom  the com puter du ring

this p rocess.
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�  Note: Click Resume Therapy on Tandem Source for
additional instructions on how to safely resume insulin delivery.

Cont inue to follow the on-screen 
inst ruct ions w ithin Tande m Source and 
com plete any required act ions on your 

t :slim X2 pum p.

These instructions are provided as a reference tool for individuals who are already familiar with 

information on the operation of the t:slim X2 insulin pump, please refer to its user guide.

Important Safety Information: The t:slim X2 insulin pump with Control-IQ technology is intended for the 
management of type 1 diabetes mellitus in individuals 6 years of age and greater. Visit tandemdiabetes.
com/safetyinfo for additional important safety information.
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WARNING: Control-IQ technology should not be used by anyone under the age of 6 years old, who 
require less than 10 units of insulin per day, or who weigh less than 25 kilograms. 

Cont ac t your local d istri but or f or add it ional suppor t

www.vitalair ediabetes.co.za

0861 339 266


